
Implanting Suprelorin®

PRACTICAL TIPS

STEP 1

STEP 2

STEP 3

1 Suprelorin® 12 box contains:

1 implant preloaded in needle
and 1 actuator

1 Suprelorin® box contains:

2 implants preloaded in needle
and 1 actuator, or

5 implants preloaded in needle
and 1 actuator

Remove Luer Lock cap from the needle.

Attach the actuator to the needle using the Luer Lock connection.

 Locate an area of the back midline between the two shoulder blades (similar to 

implanting a microchip).

 Area for implantation should be clean and dry. If the hair is long, a small area may 

be clipped.

Needle cover

Luer Lock connection

Multi-use disposable syringe

Pre-loaded needle

Actuator

Luer Lock cap
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Implanting Suprelorin®PRACTICAL TIPS

STEP 4

STEP 5

 Insert the entire length of the needle 
subcutaneously. Avoid injection of the 
implant into fat, as release of the active 
substance  might be impaired in areas of low 
vascularisation.

Fully depress the actuator plunger and, at the 
same time, slowly withdraw the needle. 

Warning: The implant should be fully injected under the 
skin before withdrawing the needle.

Press the skin at the insertion site as the needle is 
withdrawn and maintain pressure for 30 seconds 
post needle withdrawal.

A translucent blue spacer will be seen in the 
needle hub post implantation.

 During the implantation, keep the implant away from your skin.

 Check correct implantation (if required) by monitoring for decrease
in testicle size +/- testosterone levels after 6 wks.

Additional information
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The white opaque implant should be in situ.

Translucent blue spacer




